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NeW probe microphone for investigating the ,acoustiCs of 
the ear 
Ole Lauridsen 
i•onden for hj•elpemidler til handœkappede, Fortunstr•de 1, 1065 Copenhagen K, Denmark 
Carste n Gtinthersen 
The ,4coustics Laboratory, Technical Unioersity of Denmark, Denmark 
(Received 15 August 1980; accepted for publication 6 November 1980} 
A new probe microphone employing a soft tube and a compensation network for the tube response is
described. Because ofthe soft ube, this microphone is especially suited for investigating the acoustics of the 
outer ear and the car canal, and some such measurements are given. 
PACS numbers: 43.88.Kb, 43.66.Yw 
INTRODUCTION 
To investigate the sound pressure in inaccessible pisc- 
es, probe microphones often have to be used. Available 
'probe microphones have, until recently, empioyed rigid 
tubes, and for investigating the sound pressure response 
near the human eardrum, this h•s posed difficulties be- 
cause the rigid tube can easily rupture the eardrum. In 
the following, a new probe microphone wilt be described 
employing a soft silicon-rubber tube which can be in- 
serted into the human ear canal without damaging the 
skin or the eardrum. 
I. DESCRIPTION OF tHE PROBE MICROPHONE 
For easy correction of the frequency response and for 
use in compressor loops, a smooth response is desired. 
This has previously been obtained by placing damping 
material inside the probe or using an exponential horn 
as probe. x 
Another way of smoothing the response is to employ a 
system as described in •arlson, • originally intended for 
use in the acoustical outlet in a hearing aid. 
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FIG. • 1. (a) Schematic representation of probe microphone. 
(b) Pressure response of the probe microphone with (I) and 
without (II) compensation system. 
In this system, a closed tube is used to compensate 
for the imaginary part of the impedance as seen from 
the microphone, utilizing the fact that the impedance of 
an open tube is the complex conjugate of the impedance • 
of a closed tube of equal length (lossless case). 
In this microphone, a transmission line compensator 
from a commercial hearing aid is used in combination 
with a hearing aid e[ectret microphone (Knowles BT 
1751). The microphone and the compensation network 
are built into a hearing aid case also con,lining the bat- 
tery. This offers easy placement behind the earlobe. 
As the damping resistors are placed inside the com- 
pensslot, changing the tubing poses no problems. An- 
other feature of this system is the ease with which dif- 
ferent probes can be made with the same frequency re- 
sponse. The sensitivity of the microphone is 3 mV/Pa 
at 1 kHz. 
II. MEASUREMENTS WITH THE PROBE MICROPHONE 
A probe microphone as described is especially suited 
for investigating the acoustics of the outer ear and the 
ear canal. As an example is shown some measurements 
of the transfer characteristics of the ear canal as a func- 
tion of direction to the sound source. Further measure- 
ments with this probe microphone will be described in a 
later paper. 
The placing of the probe tube in the ear canal poses no 
problems, as it is too soft to rupture the eardrum, and 
it is simply pushed into the ear cans! unti! it is felt 
dB 
40 
30 
20 
10 
0.1 05 1 2 5 lo kHz 
FIG. 2. Output from the probe microphone in open and closed 
condition. The surrounding sound field was regulated to give 
constant output from a similar probe microphone in the open 
condition. 
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FIG. 3. Difference between the two probe microphones used, 
measured in free field with the probe tubes taped together. 
touching the eardrum. It is then drawn out a bit so f.h•t 
it does not touch the eardrum during the measurement. 
It is, however, a good idea to mark the probe tube ap- 
proximately 25 mm from the tip, as a guide for the plac- 
ing of the tube. 
III. MEASURING METHOD 
The measuring method employed is based on the high 
reproducibility of the frequency response of different 
probe microphones. It is thus possible to measure the 
transfer characteristic from one point to another by 
placing the tips of two probe microphones at the relevant 
places and simply subtract the outputs. The precision 
with which this can be accomplished •s indicated in Fig. 3. 
As can be seen from Fig. 3, the response of the probe 
microphones is within 3 dB of each other in the frequency 
range 70 Hz to 10 kHz, corresponding to the usable fre- 
quency range of the microphones. 
For measuring the transfer characteristic of the ear 
canal, the tip of one of the probe microphones was placed 
near the eardrum. The tip of the other was placed a 
short way into the ear canal, and the two tubes were 
taped together. The distance between the two probe tips 
were 23.5 min. 
IV. RESULTS 
Measurements were taken for sound sources placed in 
the median and the transversal plane. In both cases, 
measurements were taken for sound sources spaced 30 ø ,
starting and ending in the horizontal plane. Results for 
the transversal plane are shown in Fig. 4. 
The different transfer characteristics with respect to 
the direction simply reflect the fact that the pinna and 
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FIG. 4. Transfer function between two points spaced 23.5 mm 
in the right ear canal for the sound coming from various di- 
rections in the transversal plane: (a) From the right, Co) from 
above, and (c) from the left. 
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FIG. 5. Transfer function from free field to eardrum with 
the sound coming from directly ahead. 
the ear canal together are responsible for the direc- 
tional characteristics of the outer ear. Thus the ear 
canal cannot be regarded as an independent transmis- 
sion line because the pressure transfer ratio between 
two points is not constant. 
Another example of the use of these probe microphones 
is shown in Fig. 5, which shows the transfer character- 
istic from free field to the eardrum with the sound com- 
ing directly from ahead. 
V. MEASUREMENTS IN A CLOSED EAR CANAL 
For measurements of eardrum SPL, when an individ- 
ually cast earmold is used, the flexible probe tube is 
indispensable. It can be inserted through an additional 
canal which only needs to be 1.7 mm wide and can have 
a curved course. Some examples are shown in Fig. 6. 
To investigate the influence of the probe position in the 
closed ear canal, the following experiment was carried 
out. 
The earmold was placed in the reference plane of a 
Zwislocki-coupler. A hearing aid output system was 
used to keep a constant sound pressure as measured 
by the microphone in the bottom of the conpier. The out- 
put from the probe microphone was measured with the 
probe tip in the reference plane and in the ear drum po- 
sition. The results from the experiment are shown in 
Fig. 7. 
As can be seen from this experiment, it is not neces- 
sary to insert the probe tip to the eardrum when mea- 
suring in the closed ear canal. A simple correction 
rising õ dB per octave above 3 kHz will compensate for 
the error when measuring at the reference plane instead 
of measuring at the eardrum. 
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FIG. 6. Response of a hearing aid output system on two dif- 
ferent subjects (curves a and b). The response obtained in a 
Zwislocki-coupler is shown for comparison (curve c). 
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FIG. 7. Response of the probe microphone in a Zwi•locki- 
coupler measured at the eardrum position (a) and at the 
reference plane (b). 
Vl. CONCLUSIONS 
It has been demonstrated that it is possible to build a 
probe microphone which is especially suited for inves- 
tigating the acoustics of the outer ear. 
As an example of possible use, the transfer charac- 
teristic of the human ear canal has been shown as a 
function of direction to the sound source, and it is shown 
that a transfer characteristic of the ear canal per se 
cannot be defined. Thus, in investigating the transfor- 
mation from free field to the human eardrum, it is not 
permissible to measure the response at some point a 
little way into the ear canal and then apply the same cor- 
rection to all measurements. In all cases, the response 
must be measured at the eardrum. 
As indicated in Fig. 5, the transfer characteristic 
from free field to the eardrum is very complicated, and 
moreover, it is strongly dependent on direction of inci- 
dence. In a psycheacoustical experiment involving thres- 
hold measurements in the free field, the results will 
thus be strongly dependent on direction of incidence, and 
the free field must be considered a bad reference for 
such measurements, unless all measurements are re- 
ferred to eardrum sound pressure. 
On the other hand, for the closed ear canal, it is not' 
necessary to measure at the eardrum because the trans- 
fer function from the reference plane to the eardrum can 
be easily compensated for. This holds at least for fre- 
quencies below about 10 to 12 kHz, which is the upper 
limit for the microphones used. 
Other possible applications of these probe microphones 
are measurements under earphones, either at the ear- 
drum or in the concha, to get the true response of the 
earphones. 
Finally, a Word of caution. While the probe tube can- 
not harm a healthy ear, this might not be true in path- 
ological cases. 
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